Clinical experience with electronic video duodenoscopy in a community hospital.
Thirty consecutive endoscopic retrograde cholangiopancreatography examinations, including 14 cases of endoscopic sphincterotomy, were performed with either the Fujinon or Olympus electronic video duodenoscope. The clinical experience with these electronic instruments was similar to that occurring with fiberoptic duodenoscopes. These instruments complement the electronic upper gastrointestinal and colonoscopic endoscopes presently available.